Antiproton, positron, and electron imaging with a microchannel plate/phosphor detector


1Department of Physics and Astronomy, Aarhus University, DK-8000 Aarhus C, Denmark
2Department of Physics, Swansea University, Swansea SA2 8PP, United Kingdom
3Department of Physics, University of California at Berkeley, Berkeley, California 94720-7300, USA
4Instituto de Fisica, Universidade Federal de Rio de Janeiro, Rio de Janeiro 21941-972, Brazil
5TRIUMF, 4004 Wesbrook Mall, Vancouver, British Columbia V6T 2A3, Canada
6Department of Physics and Astronomy, University of British Columbia, Vancouver, British Columbia V6T 1Z4, Canada
7Department of Physics, University of Tokyo, Tokyo 113-0033, Japan
8Department of Physics, Simon Fraser University, Burnaby, British Columbia V5A 1S6, Canada
9Department of Physics and Astronomy, University of Calgary, Calgary, Alberta T2N 1N4, Canada
10Department of Physics, University of Liverpool, Liverpool L69 7E, United Kingdom
11Department of Physics, RNCN-Nuclear Research Center Negev, Beer Sheva IL-84190, Israel
12Atomic Physics Laboratory, RIKEN, Saitama 351-0198, Japan

(Received 2 October 2009; accepted 2 November 2009; published online 1 December 2009)

A microchannel plate (MCP)/phosphor screen assembly has been used to destructively measure the radial profile of cold, confined antiprotons, electrons, and positrons in the ALPHA experiment, with the goal of using these trapped particles for antihydrogen creation and confinement. The response of the MCP to low energy (10–200 eV, <1 eV spread) antiproton extractions is compared to that of electrons and positrons. © 2009 American Institute of Physics. [doi:10.1063/1.3266967]

I. INTRODUCTION

Microchannel plate (MCP)/phosphor screen based diagnostics have proved invaluable in studying the evolution of lepton plasmas in Penning–Malmberg traps.1–3 The MCP is used as an imaging device by accelerating electrons into a phosphor screen. It can also be used as a low-background particle detector by measuring current drawn by the MCP when striking the phosphor screen assembly has been used to destructively measure the radial profile of cold, confined antiprotons, electrons, and positrons in the ALPHA experiment, with the goal of using these trapped particles for antihydrogen creation and confinement. The response of the MCP to low energy (10–200 eV, <1 eV spread) antiproton extractions is compared to that of electrons and positrons. © 2009 American Institute of Physics. [doi:10.1063/1.3266967]

II. PLASMA EXTRACTION PROCEDURE

In the ALPHA apparatus, non-neutral plasmas are confined in a Penning–Malmberg trap.9 The traps employ a large superconducting solenoid to generate a 1 T axial magnetic field homogeneous over 80 cm to one part in $10^3$ in the trapping region. This magnetic field confines the particles radially. A series of annular electrodes are used to create axial electrostatic wells for axial confinement. Two pairs of correction coils can be used to adjust the tilt of the magnetic field over 60 cm in the trapping region. Neutral (antihydrogen) atom confinement is achieved by adding an Ioffe-type octupole plus mirror fields. These fields create a magnetic minimum in which antihydrogen atoms can, in principle, be trapped. However, for the majority of this paper, particle imaging is performed without inclusion of the transverse neutral-trapping magnetic fields to simplify the analysis of data.
Captured. Electron and positron sources are both located in the trapping environment.

To measure the plasma properties, the electrode potentials are manipulated so that the particles escape from the trap toward the MCP, which lies 1.3 m downstream from the trapping region. Since both measurements are destructive, they must be performed on successive injections of particles. For leptons, we find the results to be very repeatable, but with significantly fewer of them, and the resulting signal is below the noise level of our electronics. Additionally, even if the noise level was improved, the accumulated charge would not directly indicate the \( \bar{p} \) number since decay products from nuclear-\( \bar{p} \) annihilations may carry away charge. Instead, the particles are ejected with an effective kinetic energy of 100 eV along the magnetic field. Particles that impact the MCP are amplified and imaged as described in the text.

![Diagram](https://example.com/diagram.png)

**FIG. 1.** (Color online) Cold plasma trap (top) and MCP imaging system (bottom) of the ALPHA experiment. Particles are extracted from the trap by slowly (over milliseconds) raising the potential under the trapped particles, allowing them to escape over the lower barrier of the well. Once over the barrier, the particles are ejected with an effective kinetic energy of 100 eV along the magnetic field. Particles that impact the MCP are amplified and imaged as described in the text.

An upstream injection line at CERN’s antiproton decelerator facility provides antiprotons on average every \( \sim 100 \) s, some of which are degraded to \( \leq 5 \) keV and captured. Electron and positron sources are both located downstream from the trap. Once injected, the clouds of charges are manipulated into a desired location, density, and temperature through changes in electrode potentials, application of additional magnetic fields, and passive radiative cooling to the 7 K background temperature of the trapping environment.

To measure the plasma properties, the electrode potentials are manipulated so that the particles escape from the trap toward the MCP, which lies 1.3 m downstream from the trapping region, in the fringe region of the magnetic field (\( \sim 240 \) G). (See Fig. 1.) Typically, particles are extracted from the trapping region with 100 \( \pm 1 \) eV of energy. The plasma is highly magnetized during extraction, in the sense that particles follow magnetic field lines closely as they are constrained transversely by cyclotron motion. The magnetic field lines guide the extracted particles down the extraction column onto the MCP. The leptons are effectively bound to the field lines along their entire extraction trajectory; antiprotons deviate during the last few centimeters of their trajectory.

This is discussed further in Sec. IV. The electrodes and aperture along the extraction column can collimate the outer edge of the particle cloud as it travels to the MCP, limiting the transverse size of the trapped particles we can image.

We image using a 4.0 cm diameter MCP and phosphor screen assembly purchased from El-Mul Technologies. The assembly is controlled by three voltages, applied to the front and back of the MCP and to the phosphor, that can be adjusted to suit the particle species and line density. The front voltage accelerates the incoming particles over the last few centimeters of their trajectories to a desired impact energy; this is usually set to give the particles a maximum impact energy of 200 eV. The MCP’s back plate voltage relative to the front controls the gain of the MCP and is chosen to avoid saturation. The front-to-back voltage is varied from 900 V for low numbers of trapped particles \( (N < 10^5 \) leptons or \( 10^4 \) \( \bar{p} \)), down to 400 V for large numbers \( (N > 10^5 \) leptons or \( 10^5 \) \( \bar{p} \)). Higher gains (greater front-to-back voltages) saturate the MCP for large numbers of particles. We use a 120 ns response phosphor (P47) placed at 3.0 kV relative to the back of the MCP to convert the shower of electrons from the MCP to \( \sim 400 \) nm photons with an amplification factor \( \alpha \) of 24 \( \pm 3 \) photons/e\(^-\).11

Images on the phosphor screen are captured on a charge coupled device (CCD) camera placed outside the vacuum chamber. The camera shutter is set to open over the entire extraction cycle. The CCD camera (PCO Sensicam QE) captures a \( 688 \times 520 \) image from the phosphor screen with quantum efficiency \( \eta_{qe} = 40\% \) and signal readout resolution of \( \approx 4.1 \) electrons (10.3 photons)/pixel on the CCD chip.12

The area imaged by each pixel \( (6200 \mu m^2) \) is square and contains roughly 30 MCP channels. The cross section of photons that are measured on the CCD have an effective solid angle \( \Omega_{can} = 2\pi (1 - 1/1 - 1/4N_f^2) \), where \( N_f \) is the f-number of the lens used with the camera. Putting this information together, the number of electrons stored on the CCD scales with the number charges emitted from the MCP by a factor \( \eta_{qe} \alpha \Omega_{can} / (4 \pi) \). The ratio of electrons ejected from the back plate of the MCP to the number of incoming particles is referred to as the MCP’s gain.

The large number MCP response to each species is calibrated by comparing the extractions of particles to the MCP to extractions to a Faraday cup held at 1 T, 40 cm upstream from the trap region. Since both measurements are destructive, they must be performed on successive injections of particles. For leptons, we find the results to be very repeatable, having reliable counts of particles with \( \approx 5\% \) injection variance during steady operation. The number of leptons is found by measuring the total accumulated charge on the Faraday cup, with a background noise level of \( 10^7 \) charges. However, this technique does not work for \( \bar{p} \)’s since there are significantly fewer of them, and the resulting signal is below the noise level of our electronics. Additionally, even if the noise level was improved, the accumulated charge would not directly indicate the \( \bar{p} \) number since decay products from nuclear-\( \bar{p} \) annihilations may carry away charge. Instead, the Faraday cup is utilized as a beam stop, and \( \bar{p} \) numbers are found by detection of charged particles from annihilations on the Faraday cup by nearby scintillator/photomultiplier pads.
The efficiency for $\bar{p}$ annihilation detection by the scintillator/photomultiplier tube system is estimated by Monte Carlo simulations to be $25 \pm 10\%$. The accuracy is in part limited by the knowledge of the branching ratios of annihilation reactions. Since this is an unknown of the overall scaling factor, and is not apparent in measurements, we have chosen to omit this uncertainty in figures in this paper with the understanding that it is always present for absolute $\bar{p}$ numbers.

III. MCP CALIBRATION

MCPs consist of a dense array of amplifying channels. Particles that hit the front of the MCP may release electrons into a channel. The electron is accelerated along the channel, and may initiate a cascade within the channel. For a small number of particles, the MCP gain may be as high as $3 \times 10^4$ (for leptons); however, if a large number of particles is extracted, we find that the gain is more limited. This happens because the rate at which charge is expelled from each channel during measurement is much greater than the current from the circuit’s $RC$ recovery, effectively depleting the channel. We measured the stored charge limit to be $\sim 2 \times 10^4$ electrons on average per MCP channel.

The impact of one low energy electron or positron initiates approximately one cascade. An antiproton, however, annihilates with the MCP material. The high energy secondary particles that result from the annihilation can excite additional cascades, enhancing the MCP gain. Tracks from secondary particles are often visible in images taken with our MCP, as shown in Fig. 2(b). Thus, the response of the MCP to individual $\bar{p}$’s varies. Using images similar to Fig. 2(b), with low numbers of extracted particles, we compare the distribution of the spot intensities on the phosphor screen from both electrons and antiprotons in Fig. 3. When necessary, we take care to aggregate the signal from a $\bar{p}$ spot and its track. We find that the response per $\bar{p}$ event has a much wider distribution than for the electrons. Despite the wide distribution in intensities of an individual event, the data shown in Fig. 4 demonstrate that, experimentally, the MCP response to a cloud of $\bar{p}$’s is linear over a wide and useful regime. Profiles for a small number of events can still be generated by point-finding routines on the image. The measurements in Figs. 3 and 4 were taken at the maximum MCP gain settings to demonstrate that the detector does not saturate for the number of $\bar{p}$’s measured.

Figure 5(a) compares the MCP response to $\bar{p}$ and leptons as a function of front-to-back bias. The data were obtained by extracting the particles from the trapping region with a uniform energy of 100 eV and then varying the impact energy by changing the bias on the front plate of the MCP. This procedure assures that extraction energy and trajectories are independent of the bias as the potentials are largely identical over all but the last few centimeters of the particle paths. Since we assume that branching ratios of nuclear-$\bar{p}$ annihilation do not change significantly for low impact energies, the supposition that the response is generated from $\bar{p}$ annihilation products of $\bar{p}$ implies that the effective gain should be largely independent of $\bar{p}$ impact energy. However, the method of changing the bias of the front plate of the MCP to adjust impact energy has an additional effect on the gain. For $\bar{p}$ impact energies of less than 100 eV, the absolute bias on
is the cyclotron frequency. When this assumption is met, charged particles closely follow field lines onto the MCP, leading to a radial expansion of $\sqrt{B_{\text{trap}}/B_{\text{MCP}}}$ about the axis of the solenoid. Simulations using a fourth-order Runge–Kutta trajectory solver find that magnetic guiding overestimates the expansion by 2% for antiprotons; electrons remain strongly bound to field lines and the expansion is accurately predicted by the above estimate.

Even strongly magnetized particles will undergo $E \times B$ and magnetic curvature drifts. In our system, drift corrections are on the order of ~100 mrad about the magnetic trap axis during the extraction process from the trapping region to the MCP. Since electrons and positrons are ejected from the trap with much higher velocities, and in much greater densities than the antiprotons, the drifts induce species-dependent rotations of the MCP image from the actual trapped particle distribution. These differences would not be noticeable for radially symmetric plasmas since the drifts would induce azimuthal motion; however, misalignments between the magnetic field lines and the electrode axis can drive these rotations about an “off-center” axis. We observe offsets, shown in Fig. 2(c), between $\overline{p}$ and lepton images, that we attribute to this effect.

To simplify our interpretation of images, we normally extract particles with the transverse neutral trapping fields turned off. However, when particles are ejected in the presence of such transverse multipole fields, the magnetic field lines, and therefore the trajectories become more complex. A distorted image [Fig. 2(d)] generated by the inclusion of magnetic fields for neutral particle transverse-confinement is observed with octupole symmetry as expected. Knowing the applied multipole moments, the radial profile can, in principle, be reconstructed from such images by applying an appropriate mapping of the field lines back into the trapping region.

V. CONCLUSION

We have developed an MCP/phosphor screen system to measure the radial distribution of low energy electrons, positrons, and antiprotons extracted from a Penning trap. We have calibrated the response of the MCP to all three species and found that the gain for antiprotons is significantly higher than the gain for leptons. We posit that this behavior is due to additional MCP channels being triggered by nuclear-$\overline{p}$ annihilation products.

ACKNOWLEDGMENTS

This work was supported by CNPq, FINEP (Brazil), ISF (Israel), MEXT (Japan), FNU (Denmark), NSERC, NRC/TRIUMF (Canada), DOE (USA), and EPSRC and the Leverhulme Trust (U.K.).


